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Change #1, 66596 
On page 3, add the following to the Warnings: 

 Carefully read all instructions. 

 Read all Safety information before you use the 
Product. 

 Use the Product only as specified, or the 
protection supplied by the Product can be 
compromised. 

On page 35, remove the Introduction section. 

On page 36, remove the Safety Characteristics section. 

On page 43, remove Electromagnetic Compatibility (EMC) 
and Enclosure Protection and add: 

Electromagnetic Compatibility ... See Tables 1, 2, and 3 

Electromagnetic Environment .... IEC 61326-1: Portable 

IP Rating .................................... IEC 60529: IP51 

On page 45, remove the Safety Specifications and the 
Electromagnetic Compatibility (EMC) sections and add: 

Safety ......................................... IEC 61010-1: 600 V CAT IV / 
1000 V CAT III, Pollution 
Degree 2 

On page 46, remove the Common Mode Voltage section. 

Remove page 47. 


