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On Sun, Aug 18, 2019 at 07:20 AM, Dave McGuire wrote:

Dave McGuire, I found my old GR 1680-A notes from 2012. Here are the highlights.

I just fixed a new failure.  Symptom: Inoperative; display dim.  (Amusingly, I discovered it while investigating another
instrument that was also a bad PS cap.)  Turned out to be a weak rivet joint at C502's terminals.  (That's 12mF 25V, a big
computer-grade part.)  I just wrenched the lugs around until I hit a tight spot.  Should last for years; eventually I'll have to
wire in a new part - on a terminal strip since I don't feel like paying for one big enough to fit the clamp.
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